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STANDARD OPERATI NG PROCEDURE
FOR THE
CONTROL DYNAM CS LABORATORY

1. SCOPE

1.1 Scope. This standard operating procedure (SOP) provides
instructions for the general operating procedures of performng
tests and experinments in the Control Dynam cs Laboratory (CDL) at
Marshal | Space Flight Center.

1.2 Purpose. The CDL is used to inplenent, test, and verify
control nethods for all types of nechanical and nechanica
[optical systenms. The CDL characterizes and nodifies the
structural dynam c behavi or of these systens through system
identification and control, structure interaction nethods and
t echni ques.

1.3 Applicability. This work instruction applies to al
personnel in the CDL.

1.4 System Description. Definitions in MPG 1410.1, ED27- OWN -
001, ED27-OW-002, and ED27- ON - 003 apply.

1.5 Ceneral. The test engineer of the CDL shall be
responsi bl e for coordination and enforcenent of the docunent
activities.

2. APPLI CABLE DOCUMENTS

MPG 8730. 5 Cont r ol pf | nspecti on, Measuring, and
Test Equi prment

ED27- ON - M&V- 001 Docunent Contr ol

ED27- OW - M&V- 002 Qual ity Records Control

ED27- OW - M&V- 003 Test Report Control

ED27- CDL- FOP- 001 Use of Oretron Laser Vibroneter for

Dynam c Testing

ED27- EMA- FOP- 001 Mounting of PCB Tri-Axial Adapter for
Modal Surveys
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2. APPLI CABLE DOCUMENTS (conti nued)

ED27- EMA- FOP- 002 PCB Mul ti channel Accl eroneter System
Setup and Calibration for Mdal Surveys
ED27- EMA- FOP- 006 Air Bag Functional Test for Mda
Surveys
ED27- EMA- FOP- 007 Bungee Functional Test for Mddal Surveys
ED27- EMA- FOP- 009 Cal i bration of PCB 333A, 333B
Accel eroneters for Mdal Testing
ED27- EMA- FOP- 013 | CP Accel erometer Calibration for Mdal
Surveys

3. REFERENCE DOCUMENTS
Associ at ed Equi prrent Manual s
SSC Facility Qperator’s Manua
Qperator’s Manual for the CSI/CASES GIF
Filter Control Unit User’s Manual N 33B
Operating Instructions for 900 Watt PWM Servo Anplifier with
Current Loop Configuration for Brushless DC Mot ors

BLML- 07012CBXX

BDS5 Gol dline™Positioner User’s Manual BDS5- MAN-2.0. 4
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4. SAFETY

All set-up and operating procedures nentioned under user
manual s BLML- 07012CBXX and MN-33B shall be followed in order to
mnimze the risk of injury due to electric shock when using the
filter control unit and the 900 watt PWM servo anplifier for the
brushl ess DC notor. Likew se, when using the BDS5 Col dli ne
positioner, all nounting and wiring procedures shall be
i npl emented as specified in docunent BDS5- MAN- 2. 0. 4.

Use of the ground test facilities, ACES and CASES, shal
conformwi th the appropriate operators manuals to ensure safe
system | evel performance.

When using any | aser equi pnent, care shall be taken in order
to prevent the |laser frombeing operated in or around any
fl ammabl e or conbustible material and that controls are in place
to prevent exposure of the laser into eyes of test personnel or
passer sby.

5. ACTI VATI ON PREPARATI ONS

5.1 Al appropriate and pertinent docunents regarding the
operation and procedure of various elenents of the CDL shall be
fol | oned.

5.2 The Test Engineer shall use appropriate procedures as
necessary and/or specified to provide a consistent, reliable
nmonitoring, sinulation, test, and/or data acquisition of test
articles in the CDL.

5.3 The Test Engineer shall select appropriate
instrunentation to neasure the dynam c response of a test
article. Any calibration and nounting procedures shall be
conducted as specified by the above applicabl e docunents.

5.4 Before using test equi pnment, the Test Engi neer shal
verify that the equi pment has been properly calibrated and the
calibration date has not expired. Equi pnment calibration and
servicing shall conformto MPG 8730.5, in addition to pertinent
servi ce manual s.
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6. PROCEDURE

6.1 Set up and configure the necessary test equipnment and
software for the test. Validate and characterize proper
operation follow ng the procedures given in the above listed
docunent s.

6.2 Install the test article in or on its appropriate test
fixture. Mount any necessary instrunentation to the test article.
When perform ng nodal tests the follow ng applicable FOPs shal
be followed if the associ ated equi pnent is used:

ED27- EMA- FOP- 001, ED27- EMA- FOP- 002, ED27- EMA- FOP- 006,

ED27- EMA- FOP- 007, ED27- EMA- FOP- 009, ED27- EMA- FOP- 013

6.3 Follow the appropriate procedures given in the above
appl i cabl e docunents regardi ng equi pnment and/or facility
operation. Tests using the ACES or CASES ground test facilities
shall follow the procedure given in SSC Facility Operator’s
Manual or the Operator's Manual for the CSI/CASES GIF. Tests
performed using the Oretron® VPI Sensor shall conformto the
procedures set forth in ED27- CDL- FOP-001. The test engineer
shal |l determ ne which instrunent(s) are nobst appropriate to use.

6.4 Data acquisition shall conformto the appropriate test
pl an. The test shall be performed until the test engineer
determ nes that an appropriate anount of data is properly
col | ect ed.

7. POST TEST VERI FI CATI ON
The | ast page of a TCP will be a “Post Test Verification
Sheet”. TCPs covering testing of certification test articles wll

use the sheet with a Quality Mnitor sign-off. See Appendix A for
the form
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APPENDI X A
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POST- TEST VERI FI CATI ON

The Test and Checkout Procedure has been
sati sfactorily conpl eted and docunent ed.

Test Engi neer Dat e

Qual ity Monitor Dat e
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